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I An experimental study made on the measuremenl of the gyromagnetic ratio and line 
width of four ferrimagnetic materials at L-band using thin disk-shaped samples in a rec- 
tangular TE102 mode cavity at 1 107 Mc/s is described. The study emphasized ferrimagnetic 
resonant measurements on a one half inch diameter sample of a given material as a function 
of aspect ratio. Experimental results indicate that for three materials t lie gyromagnetic 
ratio could be accurately calculated from Kittel's equation for aspect ratios of .~>() or greater. 
Because of an anomaly, the calculation was impossible for a fourth material, :i nickel alumi- 
num ferrite. Generally, very high aspect ratios are required to cause line width measure- 
ments to rapidly approach an asymptotic value. 



1. Introduction 

Considerable effort has recently been directed 
towards the development of ferrite and garnet de- 
vices such as isolators and circulators at the lowei 
microwave frequencies. However, there is a lack of 
engineering information available on the line width 
and gyromagnetic ratio of ferrites at these frequen- 
cies even though these quantities are basic to the 
design of microwave devices. One of the simpler 
methods of measuring line width, A//, and the gyro- 
magnetic ratio, 7, at higher microwave frequencies 
such as X-band has been based on the determina- 
tion of the absorption of a small spherical sample in 
a nondegenerate rectangular mode cavity [1, 2]. 1 
This technique can be extended to L-band frequen- 
cies although in many cases it may he necessary to 
use thin polycrystalline disk-shaped samples father 
than spheres in order to avoid magnetic saturation 
problems [3, 4]. However, in the case of disks, it 
is necessary to apply demagnetization corrections in 
calculating y, as was pointed out by Kittel [5]. 
Furthermore, at L-band frequencies, it is necessaiv 
to use a disk orientation in the cavity which is more 
susceptible to dielectric effects than is usually the 
case at higher frequencies where smaller cavities of 
different modes may be used. It was thus the pur- 
pose of this study to determine the effects of sample 
size and geometry upon the accuracy of L-band fer- 
rimagnetic magnetic resonance measurements. This 
involved an experimental study of line width and 
gyromagnetic ratio as a function of aspect ratio 
(diameter/thickness) of several ferrites. 

2. Experimental Techniques 

The development of a ferrimagnetic resonance 
measurement facility at L-band frequencies is sub- 
ject to two basic requirements. First, the d-C field 



must be perpendicular to the plane of the disk- 
shaped sample and the RF field in order to avoid 
low held losses [4]. Secondly, the cavity must be 
designed so that it can be placed lad ween the pole 
caps of a typical electromagnet. This latter require- 
ment becomes somewhat more severe at L-band due 
to the large size cavity that must be utilized. How- 
ever, both requirements are readily satisfied by plac- 
ing the 1 disk-shaped sample at tin 1 center of a TE I02 
rectangular transmission cavity (fig. 1), as was 
pointed out by Sirvetz and Zneimer 13]. 

The measurement procedure utilized for obtaining 
data in this study is similar to an attenuation tech- 
nique which is being issued as an ASTM tentative 
method of test for Ferrimagnetic Resonance Line 
Width and Gyromagnetic Ratio of Nonmetallic 
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1 Figures in brackets indicate the literature references at fche end of this paper. 



Figure 1. Rectangular transmission cavity using TEw mode 
at 1107 Mc/s. 
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Magnetic Materials designated ASTM C524-63T. 
Our setup varies from the ASTM method in that the 
input power to the cavity is held constant and 
measurements are made with a precision attenuator 
located in the IF detection circuit following the 
cavity. The frequency is adjusted to give cavity 
resonance for the empty cavity, and the variable 
precision IF attenuator is set to A to give a con- 
venient output reference level, as indicated on the 
output detector. The sample is then inserted, the 
d-c magnetic field adjusted for maximum absorption 
in the sample, the frequency adjusted for cavity 
resonance, and the precision attenuator set to obtain 
the same output reference signal. The new attenua- 
tor reading is defined as A n and the d-c field reading- 
is defined as H r . The attenuator reading correspond- 
ing to the half -power points on the ferrimagnetic 
resonance loss curve of the sample is calculated from 
the following formula [6] : 



A y =A +2Q log 2-20 loo 



/ Ao-A r \ 

110 20 +lj- 



The attenuator is now set at the calculated A l/2 
value. The d-c magnetic field necessary to return 
the output power to its previous level on one side of 
resonance is then read and recorded. The d-c field 
is then similarly adjusted and recorded for the other 
side of resonance. The difference between these 
two d-c field measurements is the line width, AH. 

The effective gyromagnetic ratio for the case of a 
sphere is determined from the formula 



2tt/; 



(1) 



where j r is the microwave frequency required for 
cavity resonance at maximum sample absorption and 
H r is the corresponding d-c field. In the case of a 
disk magnetized perpendicular to its plane, the 
gyromagnetic ratio is given by 



2irjr 



H-{N-N X )M Z 



(2) 



which is KittePs equation where the demagnetizing 
factors N x and N y are equal and N x +N y J rN z =^w. 
M 2 is the magnetic moment per unit volume. 

As can be seen in figure 1, the sample is oriented 
with its plane perpendicular to the E'-field in the 
cavity. Even though it is at an electric field node, 
the diameter of the sample must be restricted in 
order to avoid errors due to dielectric effects. At 
higher frequencies where smaller cavities may be 
used, it is possible to nick a cavity mode in which the 
plane of a disk may be parallel to the electric field 
in the cavity. In these cases, dielectric effects are 
avoided by having a sufficiently thin sample located 
at an electric field node [7]. The necessity of placing 
the plane of the disk perpendicular to the E'-field in 
the L-band cavity is not a serious problem due to the 
longer wavelength involved. This was experi- 
mentally verified by comparing H r and line width 



data on disks of }{ in. diam with corresponding data 
on the same disk reduced to % in. diam and ground 
to the same aspect ratio. Resonant field measure- 
ments agreed within 0.3 percent for a given sample 
for three different materials. The dielectric effect 
on H r may thus be considered negligible. For a 
fourth material, a distinct diameter dependence 
anomaly was observed, as will be described below. 
Since the dielectric constant of this material is com- 
parable to that of the other three materials, it is 
believed that this anomaly is not due to dielectric 
effects. In the case of line width measurements, 
the variation between different diameter disks may 
be as great as 5 percent for all four materials. This 
small diameter dependence was not considered a 
serious error since the accuracy of the line width 
measurements due to sample variations, etc., was 
also of the order of 5 percent. Furthermore, it will 
be noted later that much larger errors in line width 
may arise unless disks having large diameter to 
thickness ratios are used. It appears that a % in. 
disk offers a good compromise for keeping dielectric 
effects on line widths low while attaining high aspect 
ratios. 

The samples were supported by a rexolite holder 
at the center of the cavity. The dielectric constant 
of the rexolite introduced negligible error in the 
measurement, as was determined from similar 
measurements using a polyfoam holder. 

Possible errors due to wall effect were checked by 
measuring the disk at various distances from the 
broad wall of the cavity. The sample is normally 
placed at ){ of the distance between the broad walls. 
Placing the sample % and % of this distance from one 
of the walls resulted in only negligible change in the 
resonant measurements. 

Many of the materials designed for use at the low 
microwave frequencies have relatively low Curie 
temperatures which may introduce errors in the data 
due to ambient temperature fluctuations. This 
situation is more serious in disk samples since the 
temperature dependent magnetization appears in the 
gyromagnetic ratio formula as given in eq (2). 
These effects were essentially avoided by stabilizing 
the cavity temperature by means of coils carrying 
constant temperature water. 

Having experimentally demonstrated that the 
above effects do not introduce appreciable errors in 
the measurements, the majority of the effort was 
directed towards a study of the dependence of AH 

and 7 on the aspect ratio ( , . , j of the disks. 

Early measurements indicated that more consistent 
data could be obtained from a given sample that was 
alternately ground down and measured rather than 
comparing data from several different samples of the 
same material. Initially, ultrasonic machining and 
diamond wheel grinding were used to cut a disk 
sample to a given diameter and thickness. A small 
rotary grinder using aluminum oxide optical finishing 
powder was then used to grind off small increments of 
thickness allowing many measurements on the same 
sample with a given diameter. In general there 
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appeared to be no dependence of the resonance 
properties on surface finish for three of the materials, 
as was determined by using powders of different grit 
size. However, in the material noted above which 
showed anomalous effects for H rj a surface finish 
dependence was noted. 

3. Results 

The four commercially available 4 materials referred 
to above and for which the line width, A/7, and 
resonant field, H r , were determined as a function of 
the aspect ratio of the disks have the following general 
composition: 

Sample A — Yttrium iron garnet 

Sample B — Magnesium, manganese, aluminum 
ferrite 

Sample C — Substituted yttrium iron garnet 

Sample D — Nickel aluminum ferrite. 
All measurements were made at 1107 Mc/s. 

3.1. Gyromagnetic Ratio 

Figure 2 shows H r versus aspect ratio for the first 
three materials above. It can be seen that in at 
least two cases an asymptotic value of resonant field 
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Figure 2. Resonant field, H r , versus aspect ratio for disk 
samples of three materials, A, B, and C. 



was not reached even for aspect ratios greater than 
100, which in this case corresponds to disks less than 
0.005 in. in thickness. This of course indicates that 
in such measurements it is not, in general, reasonable 
to assume that one has an infinitely thin disk such 
that demagnetization corrections are not needed. 
However, these curves essentially express the 
dependence of K it t el's relation as given in (2) on 
demagnetizing factors which are a function of the 
aspect ratio. The relationship between the demag- 
netizing factors of ellipsoidal samples and their 
aspect ratios has been given by St oner [8]. Thus 
(N z —N x ) for a given disk may be readily obtained if 
we assume that the demagnetizing factors of an 
ellipsoid and disk of the same aspect ratio are identi- 
cal. The value of magnetization, M 2 , may be 
determined from an independent measurement using 
a magnetometer. Thus, knowing M z and the value 
of N z —N x as well as H T as given on the curve for a 
given aspect ratio, one can calculate the gyromag- 
netic ratio from eq (2). r \ nis should be a constant, 
independent of aspect ratio. When this was done 
for the data shown in figure 2, it was found that the 
variation in y as a function of aspect ratio for ratios 
of 50 or higher was less than 1 percent for each of the 
three samples. This was considered as satisfactory 
agreement between KittePs equation and the 
observed data. 

The validity of the assumption of equivalent 
demagnetizing factors for disks of the same aspect 
ratio was further substantiated by grinding ellip- 
soids from several disks keeping the aspect ratio 
approximately constant. A negligible effect on the 
measured value of H T was observed. This assump- 
tion thus appears to be valid at least for poly- 
crystalline materials for measurements of this type. 
It has been noted in the literature that this situation 
may not necessarily be true for other types of 
measurements such as the study of magnetostatic 
modes in single crystal disks [9]. 

The above discussion implies that Kit t el's equa- 
tion is quite applicable for predicting the gyromag- 
netic ratio of most samples. However, similar 
measurements taken on Material D, which is a 
nickel aluminum ferrite, showed an anomalous be- 
havior as can be seen in figure 3. This material 
varies from the previous ones described in that H r 
decreases for the higher aspect ratios and the data 
is strongly diameter dependent. Recent work in- 
dicates that H r is also dependent upon surface finish. 
The cause of this behavior is not yet understood. 
However, it is apparent that Kit t el's equation as 
given in (2) is not applicable for describing this 
material. It thus appears that care should be taken 
in applying Kittel's equation to an unknown sample 
without first determining that the material is not 
following an unusual behavior. This implies that it 
may be necessary to measure samples of several 
different aspect ratios when gyromagnetic ratio 
data is desired. 



87 



1000 



980 



940 



920 



g 880 



860 



840 



820 



800 



780 



i r 



DISK DIAMETER - .498 



MATERIAL D 

DISK DIAMETER - .250" 




_L 



_L 



20 40 60 80 

ASPECT RATIO 



100 120 



220 



200 



180 



160 



140 



a: 

UJ 

o 



120 



Q 

£ 100 



60 



40 



i i i r 





o DIAMETER -.500" 
DIAMETER -.370" - 



DISK DIAMETER -.488" 



J L 



20 40 60 80 

ASPECT RATIO 



100 120 



Figure 3. Resonant field, H T , versus aspect ratio for disk Figure 4. Line width versus aspect ratio for disk samples of 
sample of material D. materials A, B, C, and D. 



3.2. Line Width 

Figure 4 shows the line width of materials A 
through D as a function of the aspect ratio of the 
disk-shaped samples. Here again, it is seen that it 
is difficult to obtain disks sufficiently thin in order 
to obtain an asymptotic value of line width. It 
may thus be necessary to obtain data at several 
different values of aspect ratio and extrapolate the 
results to the higher aspect ratios in order to obtain 
meaningful information on line width. It is readily 
apparent that samples B, C, and D are displaying 
similar phenomena in that they show a relatively 
slow decrease in line width as the aspect ratio in- 
creases. This decrease in line width with increasing- 
aspect ratio is probably due to inhomogeneous field 
effects as well as incomplete saturation of the indi- 
vidual crystallites. The inhomogeneous field effect 
might be expected to result in magnetostatic modes 
arising from field inhomogeneities due to spatial 
variations in the demagnetizing field resulting from 
deviation of the disks from true ellipsoids such as 
described by Geschwind and Clogston [10]. The 
problem of incomplete saturation might be expected 



to cause a line broadening if the relatively low 
internal d-c fields in the disk required for resonance 
at L-band become of the same order of magnitude 
as the anisotropy fields such as discussed by Suhl et 
al. [11]. The greatest variation in line width with 
aspect ratio in the data given in figure 4 appears on 
the low field side of the resonance curves. This 
effect might be expected for both line broadening 
mechanisms described above. As such, it does not 
appear possible at the present time to separate the 
effects due to saturation from the various possible 
inhomogeneous field effects that may be present in 
this data. One further point of interest in regard 
to this data is that sample D does not display an 
anomalous behavior in line width even though there 
was a strong dependence of resonant field on diam- 
eter and surface finish. 

Sample A, which is yttrium iron garnet, shows a 
somewhat different dependence of line width with 
aspect ratio. For this case, the line width appears 
to be relatively constant for the higher aspect ratios. 
As can be seen, it is possible that there is actually a 
slight increase in line width as the aspect ratio 
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increases in this material. This apparent increase 
in line width for the higher aspect ratios is not entirely 
understood although here again, the increase is 
largely due to changes in the low field side of the 
resonance curve. It is also of interest to note that 
the resonance curves for this material were in 
general more symmetrical than for the previous 
materials B, C, and D. This is in agreement with 
data obtained on single crystal disks of YIG by 
Smith and Watanabe [12]. The % in. diam samples 
of this material proved to be too lossy for measure- 
ments at the lower aspect ratios. However, data 
taken on a smaller % in. diam sample of yttrium iron 
garnet indicated that there is a very large increase 
in line width at aspect ratios of the order of ten or 
less. This is presumably due to the fact that these 
samples are becoming magnetically unsaturated at 
the lower aspect ratios. It should also be noted that 
variations in data on different samples of the same 
diameter cut from the same block were noted for 
this material. This apparent inhomogeneity in such 
materials considerably effects the precision of 
measurements such as described above when different 
samples must be used. 

A final remark concerning the comparison of line 
width measurements between ellipsoids and disks 
of the same aspect ratio for the above four materials 
may he of interest. It has previously been mentioned 
that a negligible variation in resonant field was 
noted when a disk was ground to an ellipsoid of the 
same aspect ratio. However, for the case of samples 
B, C, and D, the ellipsoid had a smaller line width 
than the disk of the same aspect ratio. For sample 
A, the ellipsoid had a greater line width than the 
corresponding disk. This suggests that magneto- 
static mode phenomena affects the line width but 
not the resonant field in these polycrystalline 
materials. 

4. Conclusions 

1. The use of a TE 102 rectangular cavity is quite 
applicable for measuring the effective line width 
and gyromagnetic ratio of disk-shaped samples at 
L-band frequencies. 

2. In many cases, it may be necessary to obtain 
line width and gyromagnetic ratio as a function of 
aspect ratio and extrapolate the data to obtain the 
asymptotic values for these quantities. However, 



for many materials, the gyromagnetic ratio of a 
finite disk may be calculated from Battel's equation 
if one uses the appropriate demagnetizing factors 
and has a value of M available. 

3. In at least one case such as nickel aluminum 
ferrite, it is not possible to fit KittePs equation in 
its usual form to the curves giving resonant field 
as a function of aspect ratio. Such an anomaly 
appears to he associated with both a diameter and 
surface finish dependence of II T as a function of the 
aspect ratio. Considerable care should thus be 
given to the interpretation of data of this type on 
such materials at L-band frequencies. 
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